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Certificate of Analysis

Product Name: PocketSwab Plus

Lot Number: 8020921D

Expiration Date: January 2022

Order Codes: ﬁEL(J)éPZSS—PLS-mO, ECO-PS-PLS-25, POCK-PLUS-100, POCK-

Analysis Results for novaLUM, novaLUM Il and novalLUM Il X:

Quality Control Test Specification Result
Negative Control 0 RLU Pass
| ATP Positive Control 10,000 to 40,000 RLU Pass

This produc. ¢ = ity reerdd-and met Charm Sriences’ quality-centrol criteria for

release for sale mcludmg performance and appearance specifi cat|ons
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Name: David R. Legg
Title: Vice President, Quality Assurance
Date: 03/02/2021

Nothing works like a Charm

www.charm.com




